MicroSnap Enhanced Nutrient Broth 9ml

Directions for use with MicroSnap E.coli Detection Device (MS2-ECOLI)
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MicroSnap Enhanced Nutrient Broth 9ml

Directions for use with MicroSnap E.coli Detection Device (MS2-ECOLI)

Matrix : Liquid Milk Products
Part No : MS1-N-BROTH-9ML(100)
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Directions for use with MicroSnap E.coli Detection Device (MS2-ECOLI)

Matrix: Liquid Milk Products
Part No: MS1-N-BROTH-9ML (100)
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